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IRREVERSIBLE ELECTROPORATION

USING NANOPARTICLES

CROSS-REFERENCE TO RELATED

APPLICATIONS

The present application is a Continuation application of

US. patent application Ser. No. 12/609,779 filed on Oct. 30,

2009, which is a Continuation-In-Part application of US.

patent application Ser. No. 12/491,151, filed on 24 Jun. 2009,

which is a Continuation-in-Part application of US. patent

application Ser. No. 12/432,295, filed onApr. 29, 2009, which

application claims priority to US. provisional application

No. 61/125,840, filed on Apr. 29, 2008; US. patent applica-

tion Ser. No. 12/491,151 also claims the benefit of the filing

date ofUS. provisional application No. 61/ 171 ,564, filed on

Apr. 22, 2009, US. provisional application No. 61/167,997,

filed on Apr. 9, 2009, and US. provisional application No.

61/075,216, filed on Jun. 24, 2008. The disclosures ofwhich

are hereby incorporated herein by reference in their entireties.

BACKGROUND OF THE INVENTION

1. Field of the Invention

The present invention relates to the field of biomedical

engineering and medical treatment of diseases and disorders.

More specifically, the invention relates to devices and meth-

ods for destroying aberrant cell masses, including tumor tis-

sues, such as cancerous tissues of the brain and leukemias.

2. Description of Related Art

Treatment of abnormal cell growth in or on normal body

tissues and organs can be achieved, in many different ways to

achieve reduced cell growth, reduction of the resulting aber-

rant cell mass, and even destruction ofthe aberrant cell mass.

In general, treatments known in the art involve surgical inter-

vention to physically remove the aberrant cell mass, radiation

to kill the cells ofthe aberrant cell mass, exposure of aberrant

cells to toxic chemicals chemotherapy), or a combination of

two or all three of these. While each treatment modality has

shown significant effectiveness m treatment of various cell

proliferative diseases, no one technique has been shown to be

highly effective at treating all types of cell proliferative dis-

eases and disorders. Furthermore, each technique has signifi-

cant drawbacks. For example, surgical intervention is highly

effective at removal of solid tumors on tissues and organs that

are physically accessible and capable of sustaining physical

damage or capable of regeneration. However, surgical inter-

vention can be difficult to perform on tumors that are not

readily accessible or on organs that do not regenerate (e.g.,

brain tumors), and can involve substantial physical damage to

the patient, requiring extensive recuperation times and fol-

low-on treatments. Likewise, treatment with radiation can

result in collateral damage to tissue surrounding the tumor,

and can cause long-lasting side-effects, which can lower the

quality of life of the patient. Similarly, chemotherapeutic

treatments cause systemic damage to the patient, and can

result in significant side-effects that might require a long

recuperation period or permanent damage to the patient.

In the treatment of tumors, including malignant tumors, it

is recognized in the medical arts that it is important to achieve

ablation of the undesirable tissue in a well-controlled and

precise way without affecting the surrounding healthy tissue.

The inventors and their colleagues recently developed a new

method to treat tumors, known as irreversible electroporation

(IRE). The procedure involves placing electrodes within or

near the targeted region to deliver a series of low energy,

microsecond electric pulses for approximately 1 minute.

30

40

45

2

These pulses permanently destabilize the cell membranes of

the targeted tissue (e.g., tumor), thereby killing the cells, IRE

does not affect major blood vessels, does not require the use

of drugs and non-thermally kills neoplastic cells in a precise

and controllable manner, without significantly damaging sur-

rounding tissue. The inventors and their colleagues also

recently showed the complete regression in 12 out of 13

treated tumors in vivo using IRE on a type of aggressive

sarcoma implanted in nude mice (Al-Sakere, B. et al., 2007,

“Tumor ablation with irreversible electroporation.” PLoS

ONE 2.).

Although advances have been made recently in the field of

IRE andthe concept oftreatment oftumors with IRE has been

established, the present inventors have recognized that there

still exists a need in the art for improved devices and methods

for ablating diseased or disordered tissues, such as tumor

tissues, using IRE. The present invention addresses those

needs.

SUMMARY OF THE INVENTION

The present invention provides an advancement over tissue

ablation techniques previously devised by providing

improved devices and methods for precisely and rapidly

ablating diseased, damaged, disordered, or otherwise unde-

sirable biological tissues in situ. As used herein the term

ablation is used to indicate destruction of cells, but not nec-

essarily destruction of the underlying extracellular matrix.

More specifically, the present invention provides new devices

and methods for ablating target tissues for the treatment of

diseases and disorders, and particularly neoplasias, including

both solid tumors and leukemias, using IRE in combination

with nanoparticles. Use of IRE to decellularize diseased tis-

sue provides a controlled, precise way to destroy aberrant

cells of a tissue or organ, such as tumor or cancer cells or

masses.

Non-thermal IRE is a method to kill undesirable cells using

electric fields in tissue while preserving the ECM, blood

vessels, and neural tubes/myelin sheaths. Certain electrical

fields, when applied across a cell, have the ability to perme-

abilize the cell membrane through a process that has come to

be called “electroporation”. When electrical fields permeabi-

lize the cell membrane temporarily, after which the cells

survive, the process is known as “reversible electroporation”.

Reversible electroporation has become an important tool in

biotechnology and medicine. Other electrical fields can cause

the cell membrane to become perrneabilized, after which the

cells die. This deadly process is known as “irreversible elec-

troporation”. According to the present invention, non-thermal

irreversible electroporation is a minimally invasive surgical

technique to ablate undesirable tissue, for example, neoplas-

tic cells or tissues. The technique is easy to apply, can be

monitored and controlled, is not affected by local blood flow,

and does not require the use ofadjuvant drugs. The minimally

invasive procedure involves placing needle-like electrodes

into or around the targeted area to deliver a series of short and

intense electric pulses that induce structural changes in the

cell membranes that promote cell death. The voltages are

applied in order to electroporate tissue without inducing sig-

nificant Joule heating that would significantly damage major

blood vessels and the ECM. For a specific tissue type and set

of pulse conditions, the primary parameter determining the

volume irreversibly electroporated is the electric field distri-

bution within the tissue. Recent IRE animal experiments have

verified the many beneficial effects resulting from this special

mode of non-thermal cell ablation, such as preservation of

major structures including the extracellular matrix, major
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blood vessels, and myelin sheaths, no scar formation, as well

as its promotion of a beneficial immune response.

In a first aspect, the present invention provides a method for

treating aberrant cell growth in animals. In general, the

method comprises inserting one or more electrodes into or

immediately adjacent to aberrant cell masses or in a region of

neoplastic cell growth and applying IRE to cause irreversible

cell death to the aberrant cells. In some embodiments, two or

more electrodes are used to treat aberrant cells and effect cell

death. The electrodes may be present on the same or different

devices. Preferably, the parameters for IRE are selected to

minimize or avoid excessive heating of the treated tissue and

surrounding tissue, thus reducing collateral damage to

healthy tissue near the aberrant cells being treated. In addi-

tion, it is preferable to minimize the total electrical charge

delivered when treating, tissues, such as brain tissue, to avoid

complications. The methods can be applied to treat a number

of neoplasias, including any number of solid tumors, such as

liver cancer, prostate cancer, and pancreatic adenoearcinoma.

Exemplary in vivo therapeutic methods include regeneration

oforgans after treatment for a tumor, preparation ofa surgical

site for implantation of a medical device, skin grafting, and

replacement of part or all of a tissue or organ, such as one

damaged or destroyed by a disease or disorder (e.g., the liver).

Exemplary organs car tissues include: heart lung, liver, kid-

ney, urinary bladder, brain, ear, eye, or skin. In view ofthe fact

that a subject may be a human or animal, the present invention

has both medical and veterinary applications.

Viewed differently, the method for treating aberrant cell

growth in animals can be considered a method of treating an

animal (including humans) having an aberrant cell growth or

mass in or on a tissue or an organ. In exemplary embodiments,

the organ is a brain, and the aberrant cell mass is a benign or

malignant tumor. In other exemplary embodiments, the cells

to be treated are leukemia cells, such as those resident in bone

marrow. Under this view, the method can be a method of

treating an animal suffering from a disease or disorder result-

ing from aberrant cell growth by reducing or eliminating

some or all of a mass (e.g., tumor) produced by the aberrant

cell growth. In certain embodiments, the aberrant cell mass to

be treated includes cells with cell cycling dysfunctions,

including cells that are not dying or undergoing, apoptotic

mechanisms ofcell death or similar programmed cell death at

appropriate, natural, or naturally induced, times, such as

those mediated through protein bindings or intracellular cas-

cades, in addition, the aberrant cell mass in certain embodi-

ments includes cells with alterations (including genetic and

protein expression and post-translational alterations and

modifications) leading to immune system evasion or immune

system indifference.

In embodiments of the methods of the present invention,

IRE with nanoparticles is used to increase the treatment area

without increasing the applied voltage and without causing

significant thermal damage. Nanoparticles offer a promising

solution for treatment of neoplasias because of their size

(about 1 to about 1,000 nm) and ability to diffuse through

extracellular spaces. The three most important properties of a

nanoparticle for enhancing electric fields are its shape, orien-

tation with respect to the applied field, and electrical proper-

ties (conductivity and permittivity). The contribution of each

of these properties towards enhancing electric fields are

shown in FIG. 18 for a spherical nanoparticle, a rod-shaped

particle oriented perpendicular to the applied field, and a

rod-shaped particle oriented parallel to the applied field with

a range of conductivity and permittivity ratios. However,

nanoparticle embodiments suitable for IRE are not limited to

rod or spherical shaped particles. Other nanoparticle embodi-
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4

ments may include, but are not limited to, fullerenes (a.k.a.

C60, C70, C76, C80, C84), endohedral metallofullerenes

(EMI’s) (a.k.a. buckyballs, which contain additional atoms,

ions, or clusters inside their fullerene cage), trimetallic nitride

templated endohedral metallofullerenes (TNT EMFs, high-

symmetry four-atom molecular cluster endohedrals which

are formed in a trimetallic nitride template within the carbon

cage), single-walled and multi-walled carbon nanotubes,

branched and dendritic carbon nantotubes, gold nanorods,

silver nanorods, single-walled and multi-walled boronini-

trade nanotubes, carbon nanotube peapods (nanotubes with

internal metallo-fullerenes and/or other internal chemical

structures), carbon nanohoms, carbon nanohorn peapods,

liposoines, nanoshells, dendrimers, quantum dots, superpara-

magnetic nanoparticles, nanorods, and cellulose nanopar-

ticles. The particle embodiment can also include micropar-

ticles with the capability to enhance IRE effectiveness or

selectivity. Other non-limiting exemplary nanoparticles

include glass and polymer micro- and nano-spheres, biode-

gradable PLGA micro- and nano-spheres, gold, silver, car-

bon, and iron nanoparticles. In embodiments, the nanopar-

ticles ofthe methods ofthe invention, including insulative and

conductive nanoparticles of varying shape, can enhance

pulsed electric field therapies by lowering the electric field

threshold required for inducing IRE and enlarging the treat-

able area.

The nanoparticles can comprise modified surface chemis-

tries to cause the localized destruction oftargeted cells, while

leaving untargeted cells intact. Although IRE has been shown

to promote tumor regression, it cannot selectively kill cancer

cells within a tumor mass without also killing healthy cells.

The selectivity of pulsed electric field therapies can be

enhanced through the use of nanoparticles that can be func-

tionalized to target specific cancer cells using various anti-

bodies or chemical compounds. These methods can be

employed to reduce or eliminate neoplastic cells from a sub-

ject within and beyond the treatment margin, while maintain-

ing proper organ function.

To effect the methods according to the invention, the

present invention provides devices designed to treat aberrant

cell masses using irreversible electroporation (IRE). While

IRE devices have been disclosed prior to the priority date of

this document, advanced surgical tools for in vivo IRE to treat

diseased tissues and organs had not been developed. The

present invention provides devices suitable for in vivo IRE

treatment of diseases and disorders, particularly those asso-

ciated with abnormal cell growth in or on a tissue or organ,

which allow for minimally invasive treatment of patients

suffering from such abnormal cell growth. The present inven-

tors have designed microsurgical tools to treat currently inop-

erable tumors in humans and other animals through IRE.

While not so limited, the designs provided herein are suffi-

cient to ablate the majority oftumors smaller than about 3 cm

in diameter, such as those about 14 cc in volume or less. The

devices and methods of the invention are also suitable for

treatment of non-solid tumors, such as leukemias.

BRIEF DESCRIPTION OF THE DRAWINGS

The accompanying drawings, which are incorporated in

and constitute a part of this specification, illustrate several

embodiments of the invention, and together with the written

description, serve to explain certain principles of the inven-

tion.

FIGS. 1A-1C show magnetic resonance imaging (MRI)

images of tissue after non-thermal IRE on canine tissue. The

images show that non-thermal IRE decellularization zones
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were sharply demarcated T1 iso- to hypo-intense, T2 hyper-

intense and mild and peripherally contrast enhancing follow-

ing intravenous administration ofgadolinium, consistent with

fluid accumulation within decellularization sites and a focal

disruption ofthe blood-brain—barrier. FIG. 1A shows an MRI

before IRE. T2 weighted; FIG. 1B shows superficial non-

thermal IRE decellularization site. T2 weighted; and FIG. 1C

shows post-contrast T1 weighted; the dog’s right is conven-

tionally projected on the left.

FIG. 2 shows an ultrasound image of brain tissue 24 hour

post-IRE treatment. The IRE decelluarization zone is clearly

Visible as a well demarcated, hypoechoic circular lesion with

a hyperechoic rim.

FIG. 3 depicts images ofbrain tissue after non-thermal IRE

treatment.

FIG. 4A shows a sharp delineation ofbrain tissue showing

the regions of normal and necrotic canine brain tissue after

IRE. FIG. 4B shows IRE treated brain tissue showing sparing

of major blood vessels.

FIG. 5 shows a three-dimensional MRI source reconstruc-

tion of a superficial lesion site.

FIG. 6 shows a bar graph indicating results of IRE per-

formed in vitro on J3T glioma cells at different pulse values.

FIGS. 7A-7E depict various exemplary embodiments of a

device according to the invention. FIG. 7A depicts a device,

showing a connector, wiring, and electrodes disposed at the

tip. FIGS. 7B-7E depict alternative placement of electrodes,

which can be retractable.

FIGS. 8A-SC depict an expanded view of an electrode tip

according to one embodiment of the invention. FIG. 8A

depicts an exploded view of the various concentric layers of

materials making up the electrode tip. FIG. 8B depicts a side

view of the electrode of FIG. 8A, showing the various layers

in cut-away fashion. FIG. 8C depicts the electrode tip viewed

along: the proximal-distal plane.

FIGS. 9A and 9B depict an embodiment of an assembled

electrode tip for an exemplary treatment where the tip is

inserted within a tumor embedded within benign tissue.

FIGS. 9A and 9B depict an embodiment of the device of the

invention, comprising a hollow core for delivery of bioactive

agents.

FIG. 10 depicts yet another embodiment of a device

according to the invention, in which the outer, non-conduc-

tive sheath is adjustable to allow for selection ofan appropri-

ate depth/length of electrically conductive material to be

exposed to tissue to be treated. The embodiment includes

screw tappings (not shown) to allow real-time adjustment of

the electrode layer lengths to customize electrode, dimen-

sions prior to a procedure.

FIG. 11 depicts an exemplary system according to the

invention, which includes an adjustable height electrode, a

handle for physician guidance of the device into the patient,

and a power source/controller to provide and control electri-

cal pulses.

FIGS. 12A-12E depict electrical field outputs from various

configurations employing two electrodes. FIG. 12A depicts

the use of two electrodes spaced 0.5 cm apart. FIG. 12B

depicts the use of two electrodes spaced. 1.0 cm apart. FIG.

12C depicts the use of two electrodes spaced 1.5 cm apart.

FIG. 12D depicts the use of two electrodes spaced 1.0 cm

apart. FIG. 12E depicts a side view of electrical field outputs

from one device having two electrically conductive regions

separated by an insulative region of a length of 0.5 cm.

FIGS. 13A-13C depict electrical field outputs from various

configurations employing three needle electrodes having, dif-

ferent diameters. FIG. 13A depicts the use of electrodes of 2

mm, 0.5 mm, and 1 mm (from left to right). FIG. 13B depicts
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the use ofelectrodes of2 mm, 1 mm, and 0.5 mm (from left to

right). FIG. 13C depicts the use of electrodes of 1 mm, 2 mm,

and 0.5 mm (from left to right).

FIGS. 14A-14I depict electrical field outputs for various

combinations of electrodes emitting different charges. FIG.

14A depicts a two-dimensional display for the use of four

electrodes of alternating polarity. FIG. 14B depicts an axis

symmetric display for the use of four similar electrodes of

alternating polarity. FIG. 14C depicts a two-dimensional dis-

play for the use of four charged electrodes, the center two at

5000V and 0V and the outer two at 2500V. FIG. 14D depicts

an axis symmetric display for the use ofa similar electrode set

up as FIG. 14C. FIG. 14E depicts a two-dimensional display

for the use of three electrodes with the center one at 2500V

and the outer two at 0V. FIG. 14F depicts an axis symmetric

display for the use of three electrodes similar to FIG. 14E,

FIG. 14G depicts a two-dimensional display for the use of

three charged electrodes, the center at 0V, the left at 5000V,

and the right at 2500V. FIG. 14H depicts an axis symmetric

display for the use of a similar electrode set up as FIG. 14G.

FIG. 14I depicts a two-dimensional display for the use of

three charged electrodes, the center at 1750V, the left at

3000V, and the right at 0V. FIG. 14] depicts an axis symmetric

display for the use of a similar electrode set up as FIG. 14I.

FIGS. 15A-15D depict thermal effects from use of three

needle electrodes, with and without use of a cooling element

in the electrode. FIG. 15A shows thermal effects without

cooling, while FIG. 15B shows the thermal effects under the

same pulsing conditions, but with electrode cooling. FIG.

15C shows thermal effects without cooling, while FIG. 15D

shows the thermal effects under the same pulsing conditions,

but with electrode, cooling.

FIGS. 16A-16C depict thermal effects from use of two

bipolar electrodes and an intervening balloon.

FIG. 17 depicts a gold nanorod (Au NR) with modified

surface chemistry that can be used to selectively target and

kill a cancer cell when placed in an electric field.

FIG. 18 depicts the results of a finite-element model show-

ing the IRE treatment area (electric field >600 V/cm) normal-

ized, by the area of the nanoparticle for varying ratios of

conductivity (a) and permittivity (c) between the nanoparticle

(p) and surrounding medium (m) when the nanoparticles are

placed in a uniform electric field of 500 V/cm. The results

were obtained by solving the complex Laplace equation in a

FEM with an adaptive mesh and performing a subdomain

integration within the nanoparticle and its surrounding

medium.

FIG. 19 depicts a bar graph showing the effect of electric

field strength on cell viability following IRE treatment with

and without nanoparticles.

FIG. 20 depicts the results of a finite-element model show-

ing the effect ofpolystyrene particles on delivery ofelectrical

energy to a cell. A cell (14 um diameter) with and without

surrounding polystyrene beads (1 pm diameter) in a 1000

V/cm uniform DC electric field (upper left image) and a 1

MHZ AC electric field (lower left image). The surface color

map represents the electric field (V/cm), and the contours

represent the electric potential (V). The induced transmem-

brane voltage (ITV) traced clockwise around a cell (14 um

diameter) with (wavy line trace) and without (smooth line

trace) surrounding polystyrene heads (1 pm diameter) in a

1000 V/cm uniform DC electric field (upper right graph) and

a 1 MHZ AC electric field (lower right graph).

FIG. 21 depicts the results of a finite-element model, for

predicting the treatment area resulting from an IRE procedure

using 2 needle electrodes. The leftmost graph of FIG. 21

shows the resulting electric field distribution (contour) and
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temperature rise (surface). The rightmost image of FIG. 21

shows a ratio of the electric field within the tissue to the

electric field threshold for IRE (500 V/Cm as determined

experimentally) versus the area encompassed by the electric

field within the tissue.

DETAILED DESCRIPTION OF VARIOUS

EMBODIMENTS OF THE INVENTION

Reference will now be made in detail to various exemplary

embodiments of the invention. It is to be understood that the

following discussion of exemplary embodiments is not

intended as a limitation on the invention, as broadly disclosed

above. Rather, the following discussion is provided to give the

reader a more detailed understanding of certain aspects and

features of the invention.

Before embodiments ofthe present invention are described

in detail, it is to be understood that the terminology used

herein is for the purpose of describing particular embodi-

ments only, and is not intended to be limiting. Further, where

a range ofvalues is provided, it is understood that each inter-

vening, value, to the tenth ofthe unit ofthe lower limit, unless

the context clearly dictates otherwise, between the upper and

lower limits of that range is also specifically disclosed. Each

smaller range between any stated value or intervening value

in a stated range and any other stated or intervening value in

that stated range is encompassed within the invention. The

upper and lower limits of these smaller ranges may indepen-

dently be included or excluded in the range, and each range

where either, neither, orboth limits are included in the smaller

ranges is also encompassed within the invention, subject to

any specifically excluded limit in the stated range. Where the

stated range includes one or both ofthe limits, ranges exclud-

ing either or both ofthose included limits are also included in

the invention.

Unless defined otherwise, all technical and scientific terms

used herein have the same meaning as commonly understood

by one of ordinary skill in the art to which the term belongs.

Although any methods and materials similar or equivalent to

those described herein can be used in the practice or testing of

the present invention, the preferred methods and materials are

now described. All publications mentioned herein are incor-

porated herein by reference to disclose and describe the meth-

ods and/or materials in connection with which the publica-

tions are cited. The present disclosure is controlling to the

extent it conflicts with any incorporated publication.

As used herein and in the appended claims, the singular

forms “a”, “an”, and “the” include plural referents unless the

context clearly dictates otherwise. Thus, for example, refer-

ence to “a pulse” includes a plurality of such pulses and

reference to “the sample” includes reference to one or more

samples and equivalents thereofknown to those skilled in the

art, and so forth. Furthermore, the use of terms that can be

described using equivalent terms include the use of those

equivalent terms. Thus, for example, the use of the term

“patient” is to be understood to include the terms “subject”,

“animal”, “human”, and other terms used in the art to indicate

one who is subject to a medical treatment.

Electroporation is the phenomenon in which permeability

ofthe cell membrane to ions andmacromolecules is increased

by exposing the cell to short (microsecond to millisecond)

high voltage electric pulses. The application of the electric

pulses can have no effect, can have a transient effect known as

reversible electroporation, or can cause permanent perme-

ation known as irreversible electroporation (IRE), which

leads to non-thermal cell death by necrosis.
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Davalos, Mir, and Rubinsky (Davalos, R. V. et al., 2005,

“Tissue ablation with irreversible electroporation.” Annals of

Biomedical Engineering, 3(2):223-23l) recently postulated

and demonstrated that IRE can be used as an independent

drug-free tissue ablation modality for particular use in cancer

therapy. This minimally invasive procedure involves placing

electrodes into or around the targeted area to deliver a series

of short and intense electric pulses to induce the irreversible

structural changes in the membranes. To achieve IRE, the

electric field in the targeted region needs to be above a critical

value, which is dependent on a variety of conditions such as

tissue type and pulse parameters.

The present invention extends and improves on prior tech-

niques for IRE by providing new methods and devices for IRE

treatment ofneoplasias, including those associated with brain

cancer. Because the brain is susceptible to small fluctuations

in temperature, the present invention provides devices and

techniques for non-thermal IRE to kill undesirable cells and

tissues. In addition, because the brain functions by way of

electrical charges, the present invention provides devices and

techniques that limit or precisely control the amount of elec-

trical charge delivered to tissue. Other neoplasias also show

similar sensitivities, and the invention is equally applicable to

all neoplasias. To achieve the invention, a device has been

developed that contains both conducting and non-conducting

surfaces and that is capable of delivering controlled pulses of

electricity to tumor tissues while substantially protecting sur-

rounding healthy tissue. In exemplary embodiments, the

device has a laminate structure of at least one electrically

conductive and at least one electrically insulative material. In

some exemplary embodiments, the device has at least two

concentric disk electrodes separated by an insulating material

similar in dimensions to those already used in deep brain

stimulation (SDBS). DBS is an FDA approved therapy that

alleviates the symptoms ofotherwise treatment-resistant dis-

orders, such as chronic pain, Parkinson’s disease, tremor, and

dystonia. The Examples, below, present results demonstrat-

ing that an IRE procedure does not induce substantial thermal

effects in the brain and bone marrow, and delivers electrical

charges to highly defined regions of tissues, supporting the

conclusion that IRE can be used as a minimally invasive

surgical technique for the treatment ofbrain cancer and other

diseases and disorders involving aberrant cell mass develop-

ment. The methods employ the unique designs discussed

herein, which provide improved controlled delivery of elec-

trical pulses with controlled three-dimensional patterns and

controlled thermal outputs. The present devices and systems

provide surgical tools and methods for IRE treatment of sub-

cutaneous tumors that expand the application space for this

new technology, with the potential to treat a number of solid

tumor cancers, including brain, liver, prostate and pancreatic

adenocarcinoma and non-solid, tumor cancers, including all

types of leukemia.

The following detailed description focuses mainly on

devices, systems, and methods for treatment of brain cancer.

However, those of skill in the art will recognize that the

concepts discussed have equivalent application to other dis-

eases and disorders involving aberrant cell growth and/or

production of deleterious cell masses on or by organs and

tissues.

While the prognosis for many patients has improved with

new drugs and radiosurgery, options to treat primary brain

tumor patients are limited because ofthe need for techniques

to be non-thermal, i.e., not propagate a convective hot spot in

normal brain tissue not being treated. The current invention

allows for IRE as an extremely useful, minimally invasive

surgical technique for the treatment ofbrain cancer and other
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neoplasias. The present designs for a surgical tool/treatment

system for brain cancer is readily translated into the develop-

ment of tools for other types of cancer.

As mentioned above, the present invention provides a

method for treating aberrant cell growth in animals. The

aberrant cell growth can be any type of aberrant cell growth,

but in exemplary embodiments detailed herein, it is generally

described in terms oftumors, such as brain tumors. In general

the method oftreating comprises temporarily implanting one

or more electrodes, which may be present on the same or

different devices, into or immediately adjacent a neoplasia,

and applying an electrical field to the neoplasia in multiple

pulses or bursts over a prescribed or predetermined period of

time to cause irreversible cell death to some or all of the

neoplastic cells. Preferably, irreversible damage to non-neo-

plastic cells in proximity to the treated neoplastic cells is

minimal and does not result in significant or long-lasting

damage to healthy tissues or organs (or a significant number

ofcells ofthose tissues or organs). According to the method of

the invention, cell killing is predominantly, essentially, or

completely due to non-thermal effects of the electrical puls-

ing. The method further comprises removing the electrode(s)

after suitable treatment with the electrical fields. In preferred

embodiments, the method also includes administering to the

subject being treated an effective amount of a nanoparticle

such that the nanoparticles infiltrate the neoplastic cell mass

that is to be treated with IRE. The presence of the nanopar-

ticles at the site oftreatment improves treatment outcome. As

a general matter, because the method involves temporary

implantation of relatively small electrodes, it is minimally

invasive and does not result in the need for significant post-

treatment procedures or care. Likewise, it does not result in

significant ancillary or collateral damage to the subject being,

treated.

In practicing the method, the number of electrodes, either

on a single or multiple devices, used can be selected by the

practitioner based on the size and shape ofthe neoplasia to be

treated and the size and shape ofthe electrode. Thus, embodi-

ments ofthe invention include the use of one, two, three, four,

five, or more electrodes. Each electrode can be independently

sized, shaped, and positioned in or adjacent the tissue to be

treated. In addition, the number and spacing of electrodes on

a single device can be adjusted as desired. As detailed, below,

the location, shape, and size of electrodes can be selected to

produce three-dimensional killing zones ofnumerous shapes

and sizes, allowing for non-thermal treatment ofneoplasias of

varying shapes and sizes.

Surprisingly, it has been found that pulse durations for

ablation of neoplasias, and in particular solid tumors, can be

relatively short, thus reducing, the probability of generation

of thermal conditions and excessive charges that cause col-

lateral damage to healthy tissues. More specifically, the

present invention recognizes for the first time that, in contrast

to prior disclosures relating to IRE, the pulse length for highly

efficient tissue ablation can be lower than 100 microseconds

(100 us). Indeed, it has surprisingly been determined that a

pulse length of25 microseconds (25 us) or lower can success-

fully cause non-thermal cell death. Thus, in embodiments, the

method oftreatment uses pulse lengths of 10 us, 15 us, 20 us,

25 us, 30 us, 35 us, 40 us, 45 us, 50 us, 55 us, 60 us, 65 us, 70

us, 75 us, 80 us, 85 us, or 90 us. Preferably, to most effectively

minimize peripheral damage due to heat, pulse lengths are

limited to 90 us or less, for example 50 us or less, such as 25

us. By reducing the pulse length, as compared to prior art

techniques for IRE, larger electric fields can be applied to the

treatment area while avoiding, thermal damage to non-target

tissue (as well as to target tissue). As a result ofthe decreased
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pulse length and concomitant reduction in heat production,

the methods of the invention allow for treatment of tissues

having higher volumes (e.g., larger tumors, non-solid tumors)

than possible if prior art methods were to be employed for in

vivo treatment of tumors.

It has also been determined that voltages traditionally used

for IRE are too high for beneficial treatment oftumors in situ.

For example, typically, IRE is performed using voltages of

between 4000 V/cm to 1500 V/cm. The present invention

provides for use of voltages of much lower power. For

example, the present methods can be performed using less

than 1500 V/cm. Experiments performed by the inventors

have shown that 2000 V/cm can cause excessive edema and

stroke in patients when applied to brain tissue. Advanta-

geously, for treatment ofbrain tumors, applied fields ofabout

500 V/cm to 1000 V/cm are used. Thus, in general for treat-

ment of brain tumors, applied fields of less than 1000 V/cm

can be used.

Further, it has been discovered that the number ofelectrical

pulses that can be applied to successfully treat tumors can be

quite high. Prior art methods of using IRE for various pur-

poses included, the use of relatively few pulses, for example

8 pulses or so. Reports of use ofup to 80 pulses for IRE have

been published; however, to the inventors’ knowledge, a

higher number of pulses has not been recommended. The

present invention provides for the use of a relatively high

number of pulses, on the order of 90 pulses or greater. For

example, in exemplary embodiments, 90 pulses are used.

Other embodiments include the use of more than 90 pulses,

such as 100 pulses, 110 pulses, or more. Moderately high

numbers of pulses, such as those in the range of 50-90 pulses

can also be used according to the invention, as well as mod-

erate numbers of pulses, such as those in the range of 20-50

pulses.

According to the method of the invention, cycle times for

pulses are set generally about 1 Hz. Furthermore, it has been

found that alternating polarity of adjacent electrodes mini-

mizes charge build up and provides a more uniform treatment

zone. More specifically, in experiments performed by the

inventors, a superficial focal ablative IRE lesion was created

in the cranial aspect of the temporal lobe (ectosylvian gyms)

using the NanoKnife®B (Angiodynamics, Queensbury,

NY.) generator, blunt tip bipolar electrode (Angiodynamics,

No. 204002XX) by delivering 9 sets of ten 50 us pulses

(voltage-to-distance ratio 2000 V/cm) with alternating polar-

ity between the sets to prevent charge build-up on the stainless

steel electrode surfaces. These parameters were determined

from ex-vivo experiments on canine brain and they ensured

that the charge delivered during the procedure was lower than

the charge delivered to the human brain during electrocon-

vulsive therapy (an FDA approved treatment for major

depression). Excessive charge delivery to the brain can

induce memory loss, and thus is preferably avoided.

The method of the invention encompasses the use ofmul-

tiple electrodes and different voltages applied for each elec-

trode to precisely control the three-dimensional shape of the

electric field for tissue ablation. More specifically, it has been

found that varying the amount of electrical energy emitted by

different electrodes placed in a tissue to be treated allows the

practitioner to finely tune the three-dimensional shape of the

electrical field that irreversibly disrupts cell membranes,

causing cell death. Likewise, the polarity ofelectrodes can be

varied to achieve different three-dimensional electrical fields.

Furthermore, one of the advantages of embodiments of the

invention is to generate electric field distributions that match

complex tumor shapes by manipulating the potentials ofmul-

tiple electrodes. In these embodiments, multiple electrodes
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are energized with different potential combinations, as

opposed to an “on/off” system like radio frequency ablation,

to maximize tumor treatment and minimize damage to sur-

rounding healthy tissue.

According to the method ofthe invention, the separation of

the electrodes within or about the tissue to be treated can be

varied to provide a desired result. For example, the distance

between two or more electrodes can be varied to achieve

different three-dimensional electrical fields for irreversible

disruption of cell membranes. The three-dimensional shape

can thus be set to ablate diseased tissue, but partially or

completely avoid healthy tissue in situations where the inter-

face between healthy and diseased tissue shows a complex

three dimensional shape.

The methods of the invention are well suited for treatment

of solid tumors and other neoplasias using non-thermal IRE.

To better ensure that cell ablation is a result of non-thermal

effect, and to better protect healthy tissue surrounding the site

of treatment, the method can further comprise cooling the

electrodes during the treatment process. By applying a heat

sink, such as a cooling element in an electrode (discussed

below), generation ofheat in and around tissue in close prox-

imity to the electrodes can be minimized, resulting in a more

consistent application ofnon-thermal IRE to the tissue and as

more controlled application of cell killing to only those tis-

sues desired to be treated.

The method ofthe invention, in embodiments, includes the

use of electrodes of different sizes and shapes. Studies per-

formed by the inventors have shown that the electrical field

distribution may be altered by use of electrodes having dif-

ferent diameters, lengths, and shapes. Thus, the use of differ-

ent sizes and shapes of conducting surfaces can be used to

control the electrical fields used for cell ablation. In certain

embodiments, the method includes the use of a variable size

electrode. For example, an electrode may be used that, in one

configuration has a relatively small diameter, which is used

for minimally invasive implantation of the electrode into the

site to be treated. Once inserted, a sheath or other covering can

be retracted to allow expansion of the electrode tip to a dif-

ferent size for application ofthe electric field. After treatment,

the sheath can be moved to cover the tip again, thus reducing,

the size of the tip to its original size, and the electrode with-

drawn from the treated tissue. The expandable element can be

thought of as a balloon structure, which can have varying

diameters and shapes, depending on original material shape

and size.

In embodiments, the method ofthe invention comprises the

use ofnanoparticles, as shown, for example, in FIG. 18. In the

presence of an electric field, a nanoparticle, such as a nano-

sphere or nanorod, experiences a charge polarization. In the

case of a conductive nanorod, this polarization is larger in the

direction parallel to the axis than the radial direction, and

charge accumulates at the tips, forming a dipole. The dipole

serves to simultaneously align the nanoparticle in the direc-

tion of the electric field and locally amplify the electric field

at the nanoparticle tips. In this scenario, the nanorod behaves

like a downscaled dipole antenna from classical antenna

theory, which indicates that a higher aspect ratio nanoparticle

is more effective at concentrating the field. Conversely, if an

insulative nanorod is employed, a large field enhancement

can still be obtained if the long dimension of the particle is

oriented perpendicular to the applied electric field, and a

higher aspect ratio particle still serves to enhance this effect.

Field enhancement can also be obtained for a conductive and

insulative sphere, while to a lesser extent than the scenarios

described above. However, when multiple spheres are

employed, the high surface charge density concentrates the
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electric field between the spheres, as shown, for example, in

FIG. 20. In other words, the field enhancement of closely

spaced spheres becomes very strong, and is on the order of

that seen in prolate nanoparticles. Examples of nanoparticles

include, but are not limited to, fullerenes (a.k.a. C60, C70, C76,

C80, C84), endohedral metallofullerenes (EMI’s) buckyballs,

which contain additional atoms, ions, or clusters inside their

fullerene cage), trimetallic nitride templated endohedral met-

allofullerenes (TNT EMEs, high-symmetry four-atom

molecular cluster endohedrals, which are formed in a trime-

tallic nitride template within the carbon cage), single-walled

and mutli-walled carbon nanotubes, branched and dendritic

carbon nanotubes, gold nanorods, silver nanorods, single-

walled and multi-walled boron/nitrate nanotubes, carbon

nanotube peapods (nanotubes with internal metallo-

fullerenes and/or other internal chemical structures), carbon

nanohorns, carbon nanohom peapods, liposomes, nanoshells,

dendrimers, quantum dots, superparamagnetic nanoparticles,

nanorods, and cellulose nanoparticles. The particle embodi-

ment can also include microparticles with the capability to

enhance IRE effectiveness or selectivity. Other non-limiting

exemplary nanoparticles include glass and polymer micro-

and nano-spheres, biodegradable PLGA micro- and nano-

spheres, gold, silver, carbon, and iron nanoparticles.

As should be evident by the present disclosure, the inven-

tion also encompasses use of particles on the micrometer

scale in addition to the nanometer scale. Where micropar-

ticles are used, it is preferred that they are relatively small, on

the order of 1-50 micrometers. For ease ofdiscussion, the use

herein of “nanoparticles” encompasses true nanoparticles

(sizes of from about 1 nm to about 1000 nm), microparticles

(e.g., from about 1 micrometer to about 50 micrometers), or

both. In preferred embodiments, the nanoparticles do not

comprise carbon and/or are not carbon nanotubes.

Nanoparticles, in embodiments, may be modified with sur-

face chemistry to cause the localized destruction of targeted

cells, while leaving untargeted cells intact. The surface of

nanoparticles can be functionalized to target specific cancer

cells with various antibodies and chemical compounds. Due

to the electric field enhancement and the ability of function-

alized nanoparticles to target cancer cells, electric pulse pro-

tocols can be optimized, such that only cancer cells with

selectively bound nanoparticles experience a localized elec-

tric field above the threshold for achieving IRE, and healthy

cells remain intact. This methodology can be employed to

purge a subject of cancer cells within and beyond the treat-

ment margin, while maintaining proper organ function.

Tumors can be comprised of as much as 80% healthy cells,

and selectively destroying the cancer cells, including cancer

stem cells (CSCs), reduces the potential for tumor recurrence.

There are many examples of nanoparticle targeting tech-

niques known in the art. For example, folic acid conjugations

can be used to selectively bind to cancer cells with up-regu-

lated folate receptors, such as breast and brain cancer cells

(see FIG. 17). As another example, antibodies can be conju-

gated to selectively bind to cancer cells presenting distinct

antigens, such as leukemic cells. As a further example, the

simple tendency of well suspended nanoparticles (coated

with polymers) to diffuse into tumor masses over time fol-

lowing systemic delivery can be employed as a nanoparticle

targeting technique.

The methods of the invention comprise, in embodiments,

treatment oftissue surrounding neoplastic tissue, particularly

in the context of solid tumors. The surrounding tissue is

treated by way of reversible electroporation. As such, bioac-

tive agents can be introduced into the reversibly electropo-

rated cells. In such embodiments, additional cell killing,
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under controlled conditions, can be effected in healthy tissue.

Such a treatment is preferred when treating highly aggressive

malignant: tumors, which often show invasion of healthy

tissue surrounding the tumor. Alternatively, the bioactive

agents can provide a protective effect to cells in which they

are introduced via reversible electroporation.

In embodiments, the method for treating aberrant cell

growth in animals is a method of treating a subject suffering

from a neoplasia. It thus may be a method oftreating a subject

suffering from cancer. Using different terminology, the

method can be a method oftreating a neoplasia or a method of

treating cancer. As such, the method can be a method of

treating either a benign tumor or a malignant tumor. In

embodiments, the method is best suited for treatment of solid

tumors. In exemplary embodiments, the method is a method

of treating a subject suffering from a brain tumor, such as

brain cancer.

In clinical settings, the method oftreating according to the

invention can have ameliorative effects or curative effects.

That is, a method oftreating a subject can provide a reduction

in neoplastic cell growth ofa tumor, a reduction in tumor size,

or total ablation of the tumor and/or neoplastic cells.

The method ofthe invention can include as single round of

treatment or two or more rounds of treatment. That is, the

method of cell ablation, either intentionally or as a result of

tumor size or shape, can result in less than complete destruc-

tion ofa tumor. In such a situation, the method canbe repeated

one or more times to effect the desired level oftumor reduc-

tion. As the method of the invention is relatively minimally:

invasive, multiple rounds of treatment are not as harmful to

the patient as multiple rounds oftraditional surgical interven-

tion.

The method of the invention can be part of a multi-modal

treatment. The method thus may comprise other cell-killing

techniques known in the art. For example, the method may

further comprise exposing the neoplastic cells or tissue to

radiation, or treating the patient with a chemotherapeutic

agent. It likewise may be performed after or between surgical

intervention to remove all or part of a tumor. Those of skill in

the art are fully are ofthe parameters for treatment with other

modalities; thus, details ofthose treatment regimens need not

be detailed herein.

The method ofthe invention is implemented using devices

and systems. The devices according to the invention are suit-

able for minimally invasive temporary implantation into a

patient, emission of a tissue-ablating level of electricity, and

removal from the patient. The device according to the inven-

tion thus may be used in the treatment of neoplasias and the

treatment of patients suffering from neoplasias. The devices

can take multiple forms, based on the desired three-dimen-

sional shape ofthe electrical field for cell killing. However, in

general, the devices include two or more regions of differing

conductivity. In some embodiments, the device comprises

alternating regions of conductivity, for example a region of

electrical conductivity, which is adjacent a region ofelectrical

non-conductivity, which is adjacent a different region of con-

ductivity. In embodiments, the device comprises two or more

layers of conductive and insulative materials, in a laminate

structure with alternating conductive properties. To protect

tissue that is not to be treated, the outer layer can be insulative

except, at the region where treatment is to be effected.

According to embodiments ofthe device, the amount of con-

ductive material exposed to the tissue to be treated can be

adjusted by a movable non-conductive element disposed on

the outer surface of the device.

Further, in general, the device takes a rod-like shape, with

one dimension (i.e., length) being substantially longer than
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the other (i.e., width or diameter). While exemplary embodi-

ments are configured in a generally cylindrical shape, it is to

be understood that the cross-sectional shape of the electrode

can take any suitable geometric shape. It thus may be circular,

square, rectangular, oval, elliptical, triangular, pentagonal,

hexagonal, octagonal, etc.

The devices of the invention comprise one or more elec-

trodes, which are electrically conductive portions of the

device. The devices are thus electrically conductive elements

suitable for temporary implantation into living tissue that are

capable of delivering an electrical pulse to the living tissue.

The device of the invention has a proximal end and a distal

end. The proximal end is defined as the end at which the

device is attached to one or more other elements, for control

of the function of the device. The distal end is defined by the

end that contacts target tissue and delivers electrical pulses to

the tissue. The distal end thus comprises an exposed or expos-

able electrically conductive material for implantation into a

target tissue typically, the distal end is described as including

a “tip” to denote the region of the distal end from which an

electrical pulse is delivered to a tissue. The device further

comprises at least one surface defining the length and circum-

ference of the device.

In exemplary embodiments, the device comprises a lami-

nate structure, with alternating conductive and non-conduc-

tive or insulative layers expanding outward from the proxi-

mal-distal center axis to the surface of the device. In typical

embodiments, the center most layer, which shows the small-

est diameter or width, is electrically conductive and com-

prises a part of the electrode tip. However, in alternative

embodiments, the center-most layer is an open channel

through which a fluid may be passed or through which addi-

tional physical elements may be placed. Yet again, the center-

most layer may comprise an insulative material. In embodi-

ments comprising, a laminate structure, the structure can

provide a more customizable electric field distribution by

varying the separation distances between electrically conduc-

tive regions. Alternatively, in embodiments, certain electri-

cally conductive regions can be exposed or concealed by

movement of an outer, non-conductive sheath. In embodi-

ments that do not comprise a laminate structure, the separa-

tion lengths can be achieved by disposing on the surface

non-conductive materials at various regions.

In some embodiments, one or more substantially open

channels are disposed along the center axis or in place ofone

ofthe conductive or insulative layers. The channel(s) may be

used as heat sinks for heat produced by the device during use.

In embodiments, water or another fluid is held or entrained in

the channel to absorb and/or remove heat.

The device of the invention comprises an electrode tip at

the distal end. The electrode tip functions to deliver electrical

pulses to target tissue. The tip may be represented by a single

conductive layer of the device or may be represented by two

or more conductive layers that are exposed to the tissue to be

treated. Furthermore, the tip may be designed to have any

number of geometrical shapes. Exemplary embodiments

include tips having a needle-like shape (i.e., electrical pulses

emanate from a small cone-like structure at the distal end of

the device) or having a circular shape (i.e., electrical pulses

emanate from the cylindrical outer surface of the device,

which is a section of the device where the outer insulative

layer has been removed to expose the next layer, which is

conductive). For use in treatment of brain tumors, the tip

advantageously comprises a blunt or rounded end to mini-

mize laceration of brain tissue. In embodiments, the rounded
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or blunt end comprises a hole that allows for a sharp or

needle-like structure to be deployed into tumor tissue at the

appropriate time.

The device comprises a proximal end, which generally

functions for attachment of the device to a power source/

controller and a handle. The proximal end thus may comprise

connections for electrical wires that run from the power

source/controller to the electrically conductive layers of the

device. Standard electrical connections may be used to con-

nect the conductive elements to the wires. In embodiments,

the device is attached to a handle for ease of use by a human.

While, not limited in the means for attaching the device to the

handle, in embodiments, the connection is made by way of a

friction fit between the outer surface of the device and the

handle, for example by way of an insulative O-ring (e.g., a

Norprene O-ring) on the handle. In other embodiments, the

device comprises, on its outer surface, ridges or other surface

features that mate with surface features present on the handle.

In yet other embodiments, the proximal end comprises one or

more structures that allow for controlled movement of the

outer surface along the length of the device. In such embodi-

ments, the outer surface will comprise an outer sheath that is

electrically non-conductive, and which surrounds an electri-

cally conductive layer. Using the structures at the proximal

end, the outer sheath may be moved, relative to the rest ofthe

device, to expose or conceal varying portions of the electri-

cally conductive material beneath it. In this way, the amount

of surface area of the conductive material at the tip can be

adjusted to provide a desired height of exposure of tissue to

the electrode tip. Of course, other structures for securely

fastening the device to a holder may be used, such as clips, set

screws, pins, and the like. The device is not limited by the type

of structure used to connect the device to the holder.

The device of the invention can be designed to have any

desired size. Typically, it is designed to be minimally invasive

yet at the same time suitable for delivery of an effective

electrical field for IRE. The diameter or width is thus on the

order of 0.5 mm to 1 cm. Preferably, the diameter or width is

about 0.5 mm to about 5 m, such as about 1 mm, 2 mm, 3

mm, or 4 mm. The length of the device is not particularly

limited, but is generally set such that a surgeon can use the

device comfortably to treat tumors at any position in the body.

Thus, for human use, the device is typically on the order of40

cm or less in length, such as about 30 cm, 25 cm, or 15 cm,

whereas for veterinary use, the length can be much larger,

depending on the size ofanimal to be treated. For treatment of

human brain tumors, the length can be on the order of40 cm.

In some embodiments, the device, or a portion of it, is

flexible. A flexible device is advantageous for use in access-

ing tumors non-invasively or minimally invasively through

natural body cavities. In embodiments where the device or a

portion of it is flexible, the shape of the device can change

based on contact with body tissues, can be pre-set, or can be

altered in real-time through use of wires or other control

elements, as known in the art, for example in use with lap-

aroscopic instruments.

The device of the invention can be part of a system. In

addition to the device, the system can comprise a handle into

or onto which the device is disposed. The handle can take any

of a number of shapes, but is generally designed to allow a

surgeon to use the device ofthe invention to treat a patient in

need. It thus typically has a connector for connecting the

device to the holder, and a structure for the surgeon to grasp

and maneuver the device. The handle further can comprise a

trigger or other mechanism that allows the surgeon to control

delivery of electrical pulses to the device, and thus to the

tissue to be treated. The trigger can be a simple on/off switch
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or can comprise a variable control that allows for control of

the amount ofpower to be delivered, to the device. Addition-

ally, the handle may be created in such a manner that it may be

attached to additional pieces of equipment, such as ones that

allow precise placement ofthe electrode relative to an inertial

or the patient’ s frame ofreference, allowing steady and accu-

rate electrode positioning throughout an entire procedure,

which may entail the application of electric pulses in addition

to radiotherapy, imaging, and injections (systemically and

locally) of bioactive agents. Furthermore, the handle may be

attached to machines that are operated remotely by practitio-

ners (e.g., the Da Vinci machine).

The system can further comprise a power source and/or a

power control unit. In embodiments, the power source and

control unit are the same object. The power source provides

electrical power to the device, typically by way of an electri-

cal connection through the handle. The power source can be

any suitable source that can deliver the proper amount of

electrical power to the device ofthe invention. Suitable power

sources are commercially available, and the invention is not

limited by the type or manufacturer. The power control unit

provides the user with the ability to set the power output and

pulse time for electrical pulses to be delivered to the device,

and thus to the tissue to be treated. Suitable control units are

commercially available, and the invention is not limited by

the type or manufacturer. For example, an appropriate power

source/controller is available front Angiodynamics (Queens-

bury, N.Y.).

The device of the invention can be disposable or reusable.

Where the device is designed to be reusable, it is preferably

fabricated from materials that can be sterilized multiple times

without destruction ofthe device. For example, the device can

be fabricated from rust-resistant metals or alloys, such as

stainless steel, and plastic or other synthetic polymeric mate-

rials that can withstand cleaning and sterilization. Exemplary

materials are those that can be subjected to detergents, steam

heat (e g., autoclaving), and/or irradiation for at least one

cycle of sterilization. Those of skill in the art can select the

appropriate materials without undue experimentation, based

on materials used in other medical devices designed to with-

stand common sterilization techniques.

EXAMPLES

The invention will be further explained by the following

Examples, which are intended to be purely exemplary of the

invention, and should not be considered as limiting the inven-

tion in any way.

As a general background to the Examples, it is noted that

the inventors and their colleagues have successfully demon-

strated decellularization using IRE 1) in vivo and ex vivo, 2)

to show that different tissues can be utilized, 3) to show that

the area affected can be predicted using numerical modeling,

4) to show how numerical modeling can be used to ensure the

ECM, blood vessels, and neural tubes are not thermally dam-

aged, 5) while the organ was attached to a perfusion system,

6) while demonstrating preservation ofmajor vasculature and

ECM, and 7) with verification through imaging.

Example 1

Example IRE Performance Indicia

To illustrate 1) the possibility to monitor creation of a

cell-free tissue section in brain in real-time using imaging

techniques, 2) the variety of tissues that can be used, and 3)

how to preserve vasculature, a healthy female purpose bred
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beagle was used. Nine sets often pulses were delivered with

alternating polarity between the sets to minimize charge

build-up on the electrode, surfaces. The maximum voltage-

to-distance ratio used was 2000 V/cm because the resulting

current did not exceed 2 amps. The charge that was delivered 5

to the brain during the IRE procedure was 22.5 mC, assuming

ninety pulses (50 us pulse durations) that would result from a

maximum hypothetical current of 5 amps.

TABLE 1

18

EEG performed in the post-operative period revealed focal

slowing of the background rhythm over the right temporal

region in association with the decelluarization zones.

Macrolevel and histologic verification of treating cells:

The brain was collected within 2 hours of the time of death

and removed from the cranium. Care was taken to inspect soft

tissues and areas of closure created at the time of surgery. The

brain, was placed in 10% neutral buffered formalin solution

 

IRE pulse parameters 

 

 

VOLTAGE TO

EXPOSURE GAP DISTANCE PULSE

LENGTH DISTANCE VOLTAGE RATIO DURATION

ELECTRODES [mm] [mm] [V] [V/cm] PULSES [as]

1 mm 5 5 500 1000 90 50

Bipolar Standard 7 1600 2000 90 50

20

Method: After induction of general anesthesia, a routine

parietotemporal craniectomy defect was created to expose the

right temporal lobe of the brain. Two decelluarization sites

were performed: 1) a deep lesion within the caudal aspect of

the temporal lobe using a monopolar electrode configuration

(6 mm electrode insertion depth perpendicular to the surface

ofthe target gyrus, with 5 mm interelectrode distance), and 2)

a superficial lesion in the cranial aspect of the temporal lobe

using a bipolar electrode (inserted 2 cm parallel to the rostro-

caudal length ofthe target gyms, and 2 mm below the external

surface ofthe gyrus). Intraoperative adverse effects that were

encountered included gross microhemorrhages around the

sharp monopolar electrode needles following insertion into

the gyms. This hemorrhage was controlled with topical appli-

cation of hemostatic foam. Subject motion was completely

obliterated prior to ablating the superficial site by escalating

the dose of atracurium to 0.4 mg/kg. Grossly visible brain

edema and surface blanching ofthe gyrus overlying the bipo-

lar electrode decelluarization site was apparent within 2 min-

utes of completion of IRE at this site. This edema resolved

completely following intravenous administration of 1.0 g/kg

of 20% mannitol. No adverse clinically apparent effects

attributable to the IRE procedure, or significant deterioration

in neurologic disability or coma scale scores from baseline

evaluations were observed. However, the results indicated to

the inventors that a lower voltage would provide adequate

results but with less ancillary trauma to the brain.

Methods to monitor creation of cell-free tissues in vivo: A

unique advantage ofIRE to ablate tissues in vivo is its ability

to be monitored in real-time using imaging techniques, such

as electrical impedance tomography, MRI, and ultrasound.

Below, this Example shows MRI examinations performed

immediate post-operatively, which demonstrate that IRE

decelluarization zones were sharply demarcated. (FIGS.

1A-C).

As shown in FIGS. 1A-C, neurosonography performed

intraoperatively and at hour and 24 hours post-procedure

demonstrated clearly demarcated decellttlarization zones and

visible needle tracts within the targeted brain parenchyma.

Intraoperatively and immediately postoperatively, the decel-

lularization zones appeared as hypoechoic foci with needle

tracts appearing as distinct hyperechoic regions (FIG. 2).

Neurosonographically, at the 24 hour examination the IRE

decellularization zone was hypoechoic with a hyperechoic

rim (FIG. 2). Compared to the 1 hour post-operative sono-

gram, the IRE decelluarization zone appeared slightly larger

(l-2 mm increase in maximal, two dimensional diameter),
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for a minimum of 48 hours. Then, the brain was sectioned at

3 mm intervals across the short axis of the brain, in order to

preserve symmetry and to compare lesions. Following gross

dissection of fixed tissues, photographs were taken of brain

sections in order to document the position and character of

lesions, as shown in FIG. 3. Readily apparent in gross pho-

tographs of the sectioned brain are lesions created either by

the physical penetration ofbrain substance with electrodes or

created by the application of pulse through the electrodes.

There are relatively well-demarcated zones of hemorrhage

and malacia at the sites of pulse delivery.

Microscopic lesions correlated well with macroscale

appearance. Areas of treatment are represented by foci of

malacia and dissociation of white and grey matter. Small

perivascular hemorrhages are present and there is sparing of

major blood vessels (see FIG. 4B). Notable in multiple sec-

tions is a relatively sharp line of demarcation (approximately

20-30 micrometers) between areas offrank malacia and more

normal, organized brain substance (see FIG. 4A).

Analysis to determine IRE threshold: To determine the

electric field needed to irreversibly electroporate tissue, one

can correlate the lesion size that was observed in the ultra-

sound and MRI images with that in the histopathological

analysis to determine the percentage of lesion growth. Decel-

lularized site volumes can be determined after identification

and demarcation of IRE decellularization zones from sur-

rounding brain tissue using hand-drawn regions of interest

(ROI). A representative source sample image is provided in

FIG. 5.

Example 2

Use of IRE to Kill Brain Cells

There are advantages to a strategy to treat cancer using

IRE. IRE to treat cancer has advantages over existing thermal

ablation, including the ability to: monitor what area has been

irreversibly electroporated in real-time using ultra-sound c

other imaging techniques; spare neural tubes and blood ves-

sels, enabling treatment in otherwise inoperable areas; pre-

serve the microvasculature, which promotes rapid healing of

the treated volume; predict the affected area using numerical

modeling for designing protocols; not be affected by blood

flow as is the temperature distribution during thermal thera-

pies; image the success of the treatment using MRI or other

imaging techniques; and administer the electric fields in time

periods of less than 5 minutes.
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The present methods and devices provide a technology for

treatment oftumors with IRE. Prior to the present invention,

devices designed to irreversibly electroporate deep tissues did

not exist. The experiments conducted andreported in the prior

art utilized reversible electroporation systems. These devices

usually consist of large plate electrodes (intended for trans-

dermal drug delivery), needle electrodes with a large probe

(intended for targeting in or for small animal studies), or

cuvettes (used for in vitro applications). Applying an electric

pulse over the skin presents challenges for deep tissue appli-

cations due to the significant voltage drop across the skin,

generating, considerable skin damage. (The same issue arises

with an organ containing an epithelial layer.) Other devices

that use needle electrodes are limited to superficial tumors.

Furthermore, these tools have a large mechanical housing

making the treatment of subcutaneous tumors impossible

without invasive surgery. A tool designed specifically for IRE

for subcutaneous delivery of the electric field dramatically

enhances the application space of IRE for tissue ablation.

To provide an initial proofofconcept, a device according to

the invention was used to kill brain cells in vitro. Represent-

ing a unique pathobiological phenomenon, high-grade canine

gliomas exhibit essentially the same properties as human

gliomas, including pathology (markers), genetics, behavior

(invasiveness), lack of metastases, and a similar clinical

course ofthe disease. Dogs diagnosed with these tumors have

poor prognosis and most are humanely euthanized to prevent

further suffering from the progression ofthe disease. Primary

brain tumors (PBTs) account for 1-3% of all deaths in aged

dogs where necropsy is performed. The many similarities of

glial tumors in people and dogs make these tumors w dogs an

excellent translational approach for new diagnostic and treat-

ment methods.

As shown in FIG. 6, cell proliferation of canine glioma

cells was significantly reduced or eliminated by treatment

with IRE. More specifically. FIGS. 1A-C show the results of

ET glioma cells after treatment with electric, pulses oflength

50 microseconds (us) for 2 electric fields (1000 V/cm and

1500 V/cm) and multiple numbers of pulses. To develop the

data shown in the figure, a WST—l cell proliferation, assay was

performed on J3T glioma cells, and the data collected 24

hours post-IRE treatment. Two electric fields (1000 and 1500

V/cm) at 5 different pulse combinations were analyzed. A

value of relative absorbance of 0.2 represents 100% cell

death. Therefore, it is clear that for as low as 1000 V/cm at 50

pulses total will achieve complete cell death for 50 us length

pulses, proving this a viable IRE treatment parameter.

Example 3

Modeling of Electrode Shape and Placement

The present invention provides simple and elegant mini-

mally invasive microsurgical tools to treat currently inoper-

able tumors in humans and animals through IRE. Exemplary

designs are shown in FIGS. 7A-E, 8A-C, 9A-B, 10, and 11.

FIG. 7A depicts an example of a device 700 according to

one embodiment of the invention. This embodiment is fully

compatible with existing, electroporation electronics and

comprises a surgical probe/electrode tip 710 at its distal end,

which includes both ground electrodes 711 and energized

electrodes 712. The device further comprises a universal con-

nector 750 at its proximal end. The device also comprises

internal wiring 770 to deliver electrical impulses to the tip

710. The body of the device is defined by surface 718.

The size and shape ofthe IRE area is dictated by the voltage

applied and the electrode configuration and is readily predict-

10

15

20

25

30

35

40

45

50

55

60

65

20

able through numerical modeling. Therefore, different surgi-

cal tips can be fashioned to achieve the same therapeutic

result. For example, tip 710 can comprises retractable con-

ductive spikes 713 emanating from a blunt end tip 710 and

disposed, when deployed, at an acute angle to tip 710 (see

FIG. 7B). Alternatively, tip 710 can be fashioned as a point or

needle, and can include retractable accordion-type conduc-

tive elements 714 (see FIG. 7C). In other exemplary embodi-

ments, tip 710 can comprise multiple retractable spikes 715

that, when deployed, emanate at 90° C. from tip 710 (see FIG.

7D). Yet again, tip 710 can comprise retractable conductive

spikes 716 emanating from a needle-end tip 710 and dis-

posed, when deployed, at an acute angle to tip 710 (see FIG.

7E). FIGS. 7B, 7D, and 7E show probes with parallel circular

channels 717 of approximately 1 m that protrude through

the length ofthe electrode holder. Each channel has the capa-

bility of guiding individual 1 mm electrodes to the treatment

area. Towards the bottom of the holder, the channels deviate

from their straight path at a specific angle. The electrodes can

be Platinum/Iridium with an insulating polyurethane j acket to

ensure biocompatibility, similar to materials that are used in

DBS implants. Different protrusion depths of the electrodes

within the tissue as well as the applied voltage can be used to

control the size of the treated area.

The devices can comprise interchangeable surgical tips,

allowing for versatility in creating a device well suited for

different tissues or different sized or shaped tumors. Varying

electrode diameters (varied in part by selection ofthe type and

length of deployable spikes) and separation distances will be

sufficient to ablate the majority of tumors about or smaller

than 3 cm by selecting the appropriate voltages to match

different tumor sizes and shapes. As shown in later figures,

some of the embodiments of the device comprise an element

at the tip to introduce anti-cancer drugs for ECT, cytotoxic

proteins, or other bioactive agents into the targeted area.

While not depicted in detail, embodiments of the device

comprise durable carbon coatings over portions ofthe device

that act both to insulate normal tissue and to increase the

efficiency of IRE pulsing.

With general reference to FIGS. 7A-D, in brain tumor IRE

treatment, for example, a single blunt-end device, with

embedded active and ground electrodes can be used. In an

embodiment not particularly depicted in the figures, the

device contains a primary blunt-end tip with a hole disposed

in the end, for insertion through delicate, soft brain tissue. The

device of these embodiments further comprises a secondary

sharp tip, which can be deployed through the hole in the

blunt-end primary tip, which allows for penetration into the

tumor tissue, which can be substantially more dense or hard,

and not easily punctured by a blunt-end tip. In general, the

device of the invention is typically similar in dimensions (2

mm) to those already used in deep brain stimulation (DBS),

which ensures that they are feasible for surgical applications.

DBS uses electrodes in an FDA approved therapy to alleviate

the symptoms of otherwise treatment-resistant disorders,

such as Parkinson’s disease and dystonia. Furthermore, the

electrode positioning frame, which is used in stereotactic

surgery in conjunction with imaging systems, can be used to

position the surgical probes and ensure that the position ofthe

electrodes is optimal. Simulations of a design similar to the

one in FIG. 7A show treatment volumes comparable to typi-

cal brain tumors.

FIGS. 8A-C depict in more detail an embodiment of a tip

810 according to the invention. FIG. 8A depicts an exploded

view of tip 810, showing multiple concentric layers of con-

ducting 820 and non-conducting 830 materials. An outer

layer or sheath 860 ofnon-conducting, material is shown with
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perforations 861. The outer, perforated layer 860 is disposed

around the concentric rings ofmaterials, to allow for delivery

of bioactive substances to cells in proximity to the device

when in use. Perforated layer 860 may be disposed in full,

direct contact with the outermost layer of the concentric ring

structure, or may be substantially separated from the ring

structure by chamber 833 that holds cooling fluid.

As shown in the cut-away depiction in FIG. 8A, device tip

819 has multiple alternating layers of conducting 820 and

non-conducting 830 materials surrounding an non-conduct-

ing inner core 831. In FIG. 8B, the top and bottom conducting

regions 820 are energized electrodes while the middle con-

ducting region 820 is a ground electrode. The present inven-

tion provides the conducting and non-conducting (insulative)

regions in varying lengths to fine tune electrical field genera-

tion. More specifically, using imaging techniques directed at

the tumor to be treated, a surgeon can determine what type of

electrical field is best suited for the tumor size and shape. The

device can comprise one or more movable elements on the

surface of the tip (not depicted) or can be designed such that

one or more of the alternating conducting 820 or non-con-

ducting 830 elements is movable. Through movement and

setting of the outer element(s) or inner elements 820 or 830,

the surgeon can configure the device to deliver a three-dimen-

sional electrical killing field to suit the needs ofthe particular

situation.

FIG. 8C depicts the concentric, laminate structure of tip

810, viewed from the distal end along the distal-proximal

axis, showing again the laminate nature of the device.

In addition to changing charges, adapting the physical

dimensions ofthe probe also allows flexibility in tailoring the

treatment area to match the dimensions of the tumor. By

altering the electrode parameters, including diameter, length,

separation distance, and type, it is possible to conveniently

tailor the treatment to affect only specific, targeted regions. In

addition, developing an electrode capable of altering and

adapting to these dimensional demands greatly enhances its

usability and adaptability to treatment region demands.

Example 4

Hollow Core Device

Many IRE treatments may involve coupled procedures,

incorporating several discrete aspects during the same treat-

ment. One embodiment of the invention provides a device

with a needle-like tip 910 with an incorporated hollow needle

990 with either an end outlet 991 (shown in FIG. 9A) ormixed

dispersion regions 961 (shown in FIG. 9B). Such a configu-

ration allows for highly accurate distribution of injectable

solutions, including, those comprising bioactive agents. Use

of such a device limits the dose oftreatment required as well

as ensures the correct placement of the materials prior to,

during, and/or after the treatment. Some ofthe possible treat-

ment enhancers that would benefit from this technology are:

single or multi-walled carbon nanotubes (CNTs) chemo-

therapeutic agents; conductive, gels to homogenize the elec-

tric field; antibiotics; anti-inflammatories; anaesthetics;

muscle relaxers; nerve relaxers; or any other substance of

interest.

The schematics in FIGS. 9A-B show two basic hollow

needle designs that may be implemented to enhance solution

delivery prior to, during, or after IRE treatment. They both

have multiple conducting surfaces 920 that may act as

charged electrodes, grounded electrodes, or electric resistors,

depending on the treatment protocol. FIG. 9A shows a hollow

tip 910 for injection of agents at its end while FIG. 9B has
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distributed pores 961 throughout for a more generalized agent

distribution. As shown in FIG. 9B, the pores are disposed in

the non-conducting regions 930 of the device.

Example 5

Devices Comprising Active Cooling

In embodiments, the device comprises a cooling system

within the electrode to reduce the highly localized tempera-

ture changes that occur fromj oule heating. During the electric

pulses for IRE, the highest quantity ofheat generation is at the

electrode-tissue interface. By actively cooling (for example,

via water flow) the electrode during the procedure, these

effects are minimized. Further, cooling provides a heat sink

for the nearby tissue, further reducing thermal effects. This

allows more flexibility in treating larger tissue regions with

IRE while keeping thermal effects negligible, providing a

greater advantage for IRE over conventional thermal tech-

niques. Cooling can be achieved by placement ofone or more

hollow chambers within the body of the device. The cooling

chambers can be closed or open. Open chambers can be

attached at the proximal end to fluid pumping elements to

allow for circulation of the fluid (e.g., water) through the

device during use.

Example 6

Movable Outer Sheath

In embodiments, the device comprises an outer protector

that is designed to be movable up and down along the length

ofthe device. FIG. 10 depicts such a movable outer protector.

More specifically, FIG. 10 depicts a device 1000 comprising

tip 1010 that includes outer protector 1062 that can be moved

up and down along the length of device 1000. In practice,

outer protector 1062 is disposed fully or partially encasing

outer sheath 1060. After or during insertion into tissue to be

treated, outer protector 1062 is retracted partially to expose

outer sheath 1060, which in the embodiment depicted com-

prises mixed dispersion outlets 1061. As such, the number of

dispersion outlets 1061 exposed to the tissue during, treat-

ment can be adjusted to deliver varying amounts ofbioactive

agent to different portions of the tissue being treated. Any

mechanism for movement of the outer sheath along, the

device may be used. In embodiments, screw threads are dis-

posed on the upper portion of the device, allowing for easy

adjustment by simple twisting of the outer sheath. Altema-

tively, set screws may be disposed in the outer sheath, allow-

ing for locking of the sheath in place after adjustment.

Example 7

System for IRE Treatment of Tumors

The invention provides a system for performing IRE tumor

tissue ablation. As depicted in FIG. 11, an exemplary system

can comprise a device 1100 reversibly attached to holder

1140. Holder 1140 can comprise trigger 1141, which allows

the user to control the flow of electricity from power source/

controller 1142 to device 1100.

In this embodiment, device 1100 comprises further ele-

ments for use. More specifically, device 1100 comprises a

height adjustment apparatus 1151 at its proximal end to effect

movement of outer sheath 1160. Outer sheath 1160 further

comprises markings or scores 1168 on its surface to indicate
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amount ofmovement of outer sheath 1160 after implantation

of device 1100 into tumor tissue.

Example 8

System for Controlling Multiple Electrodes

The invention provides a system for accurately controlling

the distances between multiple electrodes of singular or mul-

tiple polarities during a charge. The device places electrode

types within an adjustable part ofa handle that may be maneu-

vered by a surgeon or attached to a harness system, as

described above. The adjustable portion ofthe handle may be

used to control the relative depths of penetration as well as

separation distances ofeach electrode relative to one or more

additional electrodes placed within the system.

Example 9

Modeling of Separation Distances Between

Electrodes and Heat Generation

The system andmethod ofthe invention can include the use

ofmultiple devices for treatment, oftumors. The devices can

be implanted in the tumor at varying distances from each

other to achieve desired cell killing. Alternatively, the system

and method can include the use of a single device having

multiple electrodes along its tip. Modeling of placement of

multiple devices or a single device with multiple electrodes in

tissue was performed, and exemplary electrical fields gener-

ated are depicted in FIGS. 12A-E. The outputs depicted in the

figure demonstrate the variability in IRE treatment region that

results from altering the separation distance ofthe conducting

electrode surfaces. More specifically, FIGS. 12A-C show

three model outputs for 2-dimensional needles (leftmost

images) and an axis symmetric electrode (rightmost images).

For all images, there were two charged surfaces, one of

2500V and one of 0V. The distances between the electrodes

were 0.5 cm (FIG. 12A), 1.0 cm (FIG. 12B), and 1.5 cm (FIG.

12C). From this data, it is clear that altering the distance leads

to significantly different electric field distributions, and thus

makes the distance an important parameter to consider when

developing IRE protocols for various tumor ablation.

Numerical models representing two needles and an axis

symmetric needle electrode configuration have been devel-

oped, to compare the increase in treatment area shown by the

electric field distribution for the same thermal, effects

between 100 and 50 us pulse lengths. The area/volume, of

tissue that increased by at least 1 degree Kelvin was deter-

mined for a 100 us pulse. This area/volume was then used for

the 50 us pulse to determine the electric field magnitude that

would cause the same increase in temperature. A contour line

has been created within these models to represent the region

treated with the IRE threshold of 700 V/cm. The results are

shown in FIG. 12D. More specifically, 2-D needle electrodes

with 3.13 mm2 area oftissue increased by one degree Kelvin

for 100 us pulse at 2500 V/c with 226.2 mm2 area treated by

IRE (FIG. 121D left side) and 50 us pulse at 3525 V/cm with

325.6 mm2 area affected by IRE (FIG. 120D right side). Axis

symmetric needle electrode with 3.95 mm3 volume of tissue

increased by 1 degree Kelvin for 100 us at 1500V with 81.1

mm3 volume affected by IRE (FIG. 12E, left side) and 50 us

pulse at 2120V with a 133 mm3 volume within IRE range

(FIG. 12E, right side).
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Example 10

Use of Different Tip Sizes

To provide exquisite control of electrical fields, and thus

cell killing, the size of the electrode tips may be adjusted. In

addition to real-time electrode manipulation capabilities,

integrating multiple electrode types within the same proce-

dure can make a large impact on enhancing electric field

distribution selectivity. This can be done by incorporating

such variations as a needle electrode with a single probe or

parallel needle electrodes with the conductive surface of one

being a different dimension (e.g., longer) than the other. As

shown in FIGS. 13A-C, the electrical field output can be

altered based on the arrangement of electrode types. More

specifically, the figure shows model outputs displaying the

electric field distribution for three needle electrodes, with a

contour of 700 V/cm. It can be seen that by mixing up the

diameter of the electrodes (as displayed with each figure)

within the same treatment, the shape and area oftissue treated

by the 700 V/cm threshold can be manipulated greatly. FIG.

13A shows the use of tips having, from left to right, 2 mm

diameter, 0.5 mm diameter, and 1 mm diameter, providing a

700 V/cm threshold of215.41 mm2, FIG. 13B shows the use

of tips having, from left to right, 1 mm diameter, 1 mm

diameter, and 0.5 mm diameter, providing a 700 V/cm thresh-

old of 243.26 mm2. FIG. 13C shows the use of tips having,

from left to right, 1 mm diameter, 2 mm diameter, and 0.5 min

diameter, providing a 700 V/cm threshold of 271.54 mm2.

Example 11

Use of Multiple Electrode Charges

We have discovered that a highly customizable electric

field distribution may be attained by combining multiple elec-

trode charges within the same pulse. This allows a highly

customized and controllable treatment protocol to match the

dimensions of the target tissue. In addition, the invasiveness

ofthe treatment may be decreased by reducing the number of

electrode placements required for treatment. In order to dem-

onstrate the great flexibility in electric field distribution

shape, 2-dimensional and axis symmetric models were devel-

oped with 3 and 4 electrode arrays along a single axis. The

results are depicted in FIGS. 14A-D. For development ofthe

data, only the electric potentials of the electrodes were

manipulated to achieve the great flexibility needed in IRE

treatment planning. For FIGS. 14A-B, four charged elec-

trodes of alternating polarity at 2500V and ground were used

to develop a 2-D readout (FIG. 14A) and axis symmetric

electrode configurations (FIG. 14B). Four charged electrodes

with the center two at. 5000V and 0V and the outer two

electrodes at 2500V were used to develop a 2-D readout (FIG.

14C) and axis symmetric electrode configurations (FIG.

14D). Three charged electrodes with the center one at 2500V

and the outertwo at 0V were used for 2-D (FIG. 14E) and axis

symmetric electrode (FIG. 14F) configurations. Three

charged electrodes with the center at 0V, left electrode at

5000V, and right electrode at 2500V for 2-D (FIG. 14G) and

axis symmetric (FIG. 14H) scenarios. Three charged elec-

trodes with the center at 1750V, left electrode at 3000V and

right electrode at 0V for 2-D (FIG. 141) and axis symmetric

electrode (FIG. 14]) configurations.

Example 12

Thermal Effects for Long Duration Treatment

FIGS. 15A-D display the modeling outputs of thermal

effects during a typical IRE treatment, but for extended treat-
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ment periods. The images in FIGS. 15A and 15C display the

thermal effects without convective cooling, while the images

in FIGS. 15B and 15D have the same treatment parameters,

but incorporate convective cooling of the needle. FIGS. 15A

and 15B: IRE treatment with 3 needles (1 second post-IRE)

without (FIG. 15A) and with (FIG. 15B) convective cooling

at the electrode-tissue interface. It can be seen, particularly on

the large center electrode that the temperature of the tissue

contacting the electrode is the region of highest temperature

without cooling, but is actually a lower temperature than the

peripheral regions of the tissue. FIGS. 15C and 15D: IRE

treatment with 3 needles (5 seconds post-IRE) without (FIG.

15C) andwith (FIG. 15D) convective cooling at the electrode-

tissue interface. It can be seen, particularly on the large center

electrode, that the temperature of the tissue contacting the

electrode is the region of highest temperature without cool-

ing, but is actually a lower temperature than the peripheral

regions of the tissue.

Example 13

Altering the Diameter and Shape of Electrodes

We have done some preliminary studies and determined

that the electric field distribution may be altered, and thus

controlled, by changing the diameter and shape of the elec-

trode between the conducting surfaces. This fact can be used

to design and develop an electrode with an expandable/con-

tractible interior and deformable exterior to change its site in

real-time before or during a treatment to alter, and thus

specify the electric field distribution in a manner that may be

desirable during treatment. The ability to adjust this dimen-

sion in real-time is made additionally useful by the fact that a

significantly smaller electrode may be inserted to keep it

minimally invasive, and then expand the dimension once the

electrode has reached the target tissue. In embodiments, the

invention includes the use of a balloon between regions of

charge that may be inflated/deflated during treatment to alter

field distribution. FIGS. 16A-C depict modeling of a bulging

region between the charges in a bipolar electrode. Three

different models that study the inclusion ofa balloon between

the two electrodes in a bipolar design are shown. FIG. 16A

(861.21 mm3 treated area) has no balloon for comparison

purposes. The middle design of FIG. 16B (795.71 mm3

treated area) has an elongated balloon that is in close prox-

imity to the electrodes. The bottom design of FIG. 16C

(846.79 mm3 treated area) has a smaller balloon that helps

distribute the electric field.

Example 14

Alternating Polarity

With the application of electric potentials, electrical forces

may drive ions towards one electrode or the other. This may

also lead to undesirable behavior such as electrolysis, sepa-

rating water into its hydrogen and oxygen components, and

leading to the formation of bubbles at the electrode-tissue

interface. These effects are further exacerbated for multiple

pulse applications. Such effects may cause interference with

treatment by skewing electric field distributions and altering

treatment outcomes in a relatively unpredictable manner. By

altering the polarity between the electrodes for each pulse,

these effects can be significantly reduced, enhancing treat-

ment predictability, and thus, outcome. This alternating

polarity may be a change in potential direction for each pulse,

or occur within each pulse itself (switch each electrode’s
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polarity for every pulse or go immediately from positive to

negative potential within the pulse at each electrode).

Example 15

Bipolar and Monopolar Electrodes

Using a bipolar electrode with 4 embedded electrodes, one

can use the middle two electrodes to inject a sinusoidal cur-

rent (~1-5 mA) that is low enough in magnitude to not gen-

erate electroporation and measure the voltage drop across the

remaining two electrodes. From this setup one can calculate

the impedance ofthe tissue and gather the conductivity ofthe

tissue which is needed for treatment planning. One can do this

analysis in a dynamic form after each electroporation pulse.

Conductivity increases as a function oftemperature and elec-

troporation; therefore, for accurate treatment predictions and

planning, the dynamic conductivity is needed and we can use

the bipolar or unipolar electrodes to map the conductivity

distribution before IRE treatment and during to adjust the

pulse parameters.

Example 16

Parameters

The following are parameters that can be manipulated

within the IRE treatments discussed herein.

Pulse length: 5 00s-1 ms

Number of pulses: 1-10,000 pulses

Electric Field Distribution: 50-5,000 Vim

Frequency of Pulse Application: 0.001 -100 Hz

Frequency of pulse signal: 0-100 MHZ

Pulse shape: square, exponential decay, sawtooth, sinusoi-

dal, alternating polarity

Positive, negative, and neutral electrode charge pulses

(changing polarity within probe)

Multiple sets of pulse parameters for a single treatment

(changing any ofthe above parameters within the same treat-

ment to specialize outcome)

Electrode Type

Parallel plate: 0.1 mm-10 cm diameter

Needle electrode(s): 0.001 mm-1 cm diameter

Single probe with embedded disk electrodes: 0.001 mm-1

cm diameter

Spherical electrodes: 0.0001 mm-1 cm diameter

Needle diameter: 0.001 mm-1 cm

Electrode length (needle): 0.1 mm to 30 cm

Electrode separation: 0.1 mm to 5 cm

Example 17

Specific Conductivity

The methods used to model tissue ablation are similar to

the ones described by Edd and Davalos for predicting IRE

areas based on the electric field and temperature distribution

in the tissue (Edd, J. F., et al., 2007, “Mathematical modeling

ofirreversible electroporation for treatment planning”. Tech-

nology in Cancer Research and Treatment., 6:275-286.) The

methods are disclosed in Garcia et al., “Irreversible electropo-

ration (IRE) to treat brain cancer,” ASME Summer Bioengi-

neering Conference, Marco Island, Fla., Jun. 25-29, 2008.

We have modeled a new electrode design for the applica-

tion of IRE in brain tissue. According to our results. IRE can

be an effective technique for minimally invasive brain tumor

removal. The treatment does not induce substantial thermal
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effects in the brain, protecting the integrity of this organ,

which is susceptible to small fluctuations in temperature. In

an embodiment of the method of the invention, the method

includes delivering electrical signal(s) through tissue to deter-

mine its electrical properties before administering IRE by

monitoring the voltage and current. Following from that, one

may apply intermittent and post-IRE pulse(s), which can be

used to determine the success ofthe procedure and adjust IRE

pulse parameters.

Specific conductivity can be important for treatment plan-

ning of irreversible electroporation (IRE). For many applica-

tions, especially when treating tumors in the brain, the vol-

ume (area) ofIRE must be predicted to maximize the ablation

of the tumorous tissue while minimizing the damage to sur-

rounding healthy tissue. The specific electrical conductivity

of tissue during an irreversible electroporation (IRE) proce-

dure allows the physicians to: determine the current thresh-

old; minimize the electric current dose; decrease the Joule

heating; and reduce damage to surrounding healthy tissue. To

measure the specific conductivity of tissue prior to an IRE

procedure the physician must: establish the electrode geom-

etry (shape factor); determine the physical dimensions of the

tissue; apply a small excitation AC voltage signal (1 to 10

mV); measure theAC current response; calculate the specific

conductivity (11) using results from the prior steps. This pro-

cedure will not generate tissue damage (low amplitude AC

signals) and will supply the physician (software) with the

required information to optimize IRE treatment planning,

especially in sensitive organs like the brain which is suscep-

tible to high electrical currents and temperatures. Thus, the

IRE procedure is well monitored and can also serve as a

feedback system in between series ofpulses and even after the

treatment to evaluate the area of ablation.

Special Cases for electrode geometry:

Nomenclature (units in brackets):

vaoltage on the hot electrode (the highest voltage), [V]

R1:radius of electrode with highest voltage (inner radius),

[111]

R2:radius at which the outer electrodes are arranged (outer

radius), [m]

ifiotal current, [A]

L:length of cylindrical electrode, [m]

o:electrical conductivity of tissue, [S/m]

Electrical conduction between a two-cylinder (needle)

arrangement of length L in an infinite medium (tissue). It is

important to note that this formulation is most accurate when

L>>R1, T2 and L>>w. The electrical conductivity cm be cal-

culated from,

i-S

0’:—

V2

where the shape factor (S) corresponding to the electrode

dimensions and configuration is given by,

2-7r-L

h,l(4'W2 —(2'R1)2 —(2'R2)2]
cos —8-R1-R2

The specific conductivity (0) ofthe tissue canbe calculated

since the voltage signal (V8) and the current responses (i) are

known.
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Explanation of electrical concepts: By using the bipolar

electrode described in the priority document, one can apply, a

small excitation AC voltage signal (1 to 10 mV),

V(l):VO Sin(,l)

where V(t) is the potential at time t, V0 is the amplitude ofthe

excitation signal and _ is the frequency in radians/s. The

reason for using a small excitation signal is to get a response

that is pseudo-linear since in this manner we can determine

the value for the impedance indicating the ability of a system

(tissue) to resist the flow of electrical current. The measured

AC current (response) that is generated by the excitation

signal is described by

[(0:10 Sin(,z+,)

where I(t) is the response signal, I0 is the amplitude of the

response (IoiVO) and _ is the phase shift of the signal. The

impedance (Z) of the system (tissue) is described by,

Z(V(z))/(I(z)):(VO Sin(,l))/(IO sm(,z+,)):zo(sin(,

l))/(Sin(,l+7))

It is important to note that the measurement ofthe response is

at the same excitation frequency as the AC voltage signal to

prevent interfering signals that could compromise the results.

The magnitude of the impedance Izel is the electrical resis-

tance of the tissue. The electrical resistivity (_m) can be

determined from the resistance and the physical dimensions

of the tissue in addition to the electrode geometry (shape

factor). The reciprocal of the electrical resistivity is the elec-

trical conductivity (S/m). Therefore, after deriving the elec-

trical resistivity from the methods described above, the con-

ductivity may be determined.

Example 18

Use of Nanoparticles in IRE

Despite its mechanism of action, a major disadvantage of

IRE in terms of cancer treatment is that the pulsing protocol

cannot distinguish between healthy cells and tumor cells.

Additionally, the voltage that is applied during treatment is

limited to the maximum voltage that can be delivered to the

tissue without inducing Joule heating. Joule heating can lead

to disruption of the extracellular matrix, nerve damage, and

coagulation of the macrovasculature, which are undesirable

treatment outcomes. This invention simultaneously addresses

both of these deficiencies through the incorporation of par-

ticles, and preferably nanoparticles or microparticles of very

small size, into pulsed electric field therapies. This Example

provides data showing that the use of small microparticles

and nanoparticles in IRE can increase treatment area without

the need to increase the applied voltage, which would result in

thermal damage.

The electric field to which a cell is exposed determines

whether or not it will undergo IRE or supra-poration. The

typical electric field threshold, which varies as a function of

the cell type and pulsing parameters (frequency, duration, and

number), is roughly 600 V/cm for IRE. If nanoparticles raise

the electric field above the threshold for IRE, they can be

incorporated into pulsed electric field therapies to expand the

treatment area or to lower the necessary applied voltage to

induce IRE, which reduces the extent of thermal damage.

Conducting, semi-conducting, and insulating nanoparticles

can be used to enhance the electric field. The permittivity of

the nanoparticles is not a significant contributing factor to the

calculated electric field distribution when the frequency ofthe

applied field is below 1 MHz. For materials with a conduc-
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tivity ratio below 1, a sphere or rod-shaped nanoparticle ori-

ented perpendicular to the applied field should be employed,

and for materials with a conductivity ratio above 1 , a sphere or

rod-shaped nanoparticle oriented parallel to the applied field

should be employed. See, for example, FIG. 18.

An assessment of the treatment area enhancement follow-

ing IRE with the inclusion of nanoparticles is shown in FIG.

21. The developed two-dimensional finite-element model

represents two parallel needle electrodes (1 mm in diameter

separated by a distance of 2 cm) inserted within a tumor. It is

assumed that the tumor was initially at physiologic tempera-

ture (310.15 K), and the simulation was run for a single, 50 us

pulse with an applied voltage of 1500 V set along the bound-

ary of one of the electrodes with the other set as ground. The

results indicate that if nanoparticles delivered to the tumor

can amplify the electric field by a factor of2 such that an area

that was previously at 250V/cm meets an electric fieldthresh-

old of IRE (taken in this example to be 500 V/cm), then the

treatable area will be increased by a factor of 4. Further, the

predicted temperature rise of 1 K is far less than that required

to induce thermal damage from the denaturation of proteins.

As mentioned, by expandme the treated area without increas-

ing the voltage applied through the electrodes, we will be able

to treat infiltrative cancer cells beyond the tumor margin for

preventing tumor recurrence and metastasis without inducing

thermal damage.

FIG. 19 depicts a bar graph showing cell viability as a

function of electric field for 99, 500 us pulses delivered at a

frequency of 0.5 Hz with a voltage ranging from 0-100 V

(across 2 mm gap electrode). More specifically, the experi-

mental evidence shown in FIG. 19 shows the ability ofmulti-

walled carbon nanotubes to lower the electric field threshold

for IRE. Human metastatic breast cancer cells (MDA-MB-

231) were treated in vitro and in suspension with and without

the inclusion ofnanotubes. Nanotubes (0.5 mg/ml) were sus-

pended in DEP buffer (8.5% sucrose [weight/volume], 0.3%

glucose [weight/volume], and 0.725% RPMI [volume/vol-

ume]) supplemented with Plusonie 108 NF (BASF) for uni-

form dispersion, and cells were resuspended directly in this

solution. Following treatment, cell viability was assessed

through a nypan blue dye exclusion assay. Trypan blue was

used to stain cells with a compromised plasma membrane,

while viable cells remained unstained. Cells were counted

conventionally on a hemacytometer with two trials per treat-

ment group (n:2). The results indicate that multi-walled

nanotubes caused enhanced cell death in an applied electric

field of500V/cm, whereas cells treated with the same pulsing

parameters without the inclusion ofnanotubes remain signifi-

cantly more viable.

Computational FEMs for predicting the transmembrane

potential across cells placed in a uniform elecuic field indi-

cate that the inclusion of micro- and nanospheres can have a

significant impact in terms of altering the induced transmem-

brane potential (ITV). More specifically, the data m FIG. 20

show that when polystyrene beads (1 um diameter) are

inserted around one half of a cell (14 um diameter) in a 1000

V/cm uniform DC and 1 MHZAC electric field, an enhanced

electrical field is created. When the applied pulses are DC,

this electric field enhancement can alter the ITV and make the

cell more susceptible to IRE. However, when the frequency of

the applied field is larger than the inverse of the relaxation

time ofthe cell (typically around one microsecond), the trans-

membrane potential is inversely proportional to the fre-

quency. Therefore, at 1 MHZ, the transmembrane potential

does not reach values above 1 V, which are required for IRE.

The enhanced cell death is presumably due to the localized

electric field enhancement around the microspheres. Because
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the microspheres are insulators, they maintain their charged

dipole orientation even in high frequency fields. In these

simulations, the cell membrane boundary is treated as a dis-

tributed impedance, while the microsphere membranes are

treated as continuous.

Example 19

Use of IRE and Nanoparticles with Modified Surface

Chemistry

IRE has been shown to promote tumor regression. How-

ever, it cannot selectively kill cancer cells within a tumor

mass without also killing healthy cells. The selectivity of

pulsed electric field therapies can be enhanced through the

use of nanoparticles. The surface of nanoparticles can be

functionalized to target specific cancer cells with various

antibodies and chemical compounds. Due to the ability of

certain nanoparticles to enhance the electric field, and the

ability of functionalized nanoparticles to target cancer cells,

electric pulse protocols can be optimized such that only can-

cer cells with selectively bound nanoparticles experience a

localized electric field above the threshold for achieving IRE,

and healthy cells remain intact. The concept of use of func-

tionalized surfaces for IRE is provided in FIG. 17, in the

context offunctionalizing an electrode tip. The same concept

and general chemistry can be used to functionalize nanopar-

ticles to create a specific association ofthe nanoparticles with

target cells. This methodology can be employed to purge the

body ofcancer cells within and beyond the treatment margin,

while maintaining proper organ function. Tumors can be up to

80% healthy cells, and selectively destroying the cancer cells,

including cancer stern cells (CSCs), reduces the potential for

tumor recurrence.

For example, CNTs may be injected into a region oftissue,

with or without targeting antibodies, to mediate IRE for

tumor ablation. CNTs may be injected directly into the tumor

and CNTs with targeting antibodies may be introduced by

intraperitoneal injection, a route that has been shown to pro-

duce goodbio-distribution and tumor targeting. CNTs may be

targeted to tumor cells via antibodies to the folate receptor to

permit localized CNT mediated electric field amplification at

selected tumor cell membranes causing targeted cell death.

Nanotube Selectivity: Selective destruction oftumor cells

with CNT-mediated N—TIRE therapy is dependent upon tar-

geting CNTs to the tumor cells of interest. In physiological

conditions, cells uptake folic acid across the plasma mem-

brane using the folate carrier to supply the folate require-

ments ofmost normal cells. In contrast, folate receptor (FR),

a high affinity membrane folate-binding protein, is frequently

overexpressed in a wide variety of cancer cells. Since it is

generally either absent or present at only low levels in most

normal cells, the FR has been identified as not only a marker

of cancers but also a potential and attractive target for tumor

specific drug delivery. Nanoparticles conjugated with folic

acid (FA-NP) may be synthesized to evaluate the efficiency of

targeted delivery of bioconjugated nanoparticles into cancer

cells.

The cellular binding/uptake assay ofthe folate-conjugated

nanoparticles using fluorescence microscopy has been estab-

lished. FR-overexpressing cancer cells (KB) were incubated

with nanoparticles conjugated with FITC and folic acid (FA-

NP-FITC) as well as with control nanoparticles (FITC-NP)

for 4 h at 37° C. The cells were then stained with Concanava-

linAAlexaFluor 594 and the slides were examined on a Zeiss

AXIO Imager Al m fluorescence microscope (Carl Zeiss

Microlmaging, Inc., Thornwood, N.Y.). Images were
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acquired by AxioCam MRc5 Digital Imaging System. The

images show green fluorescence of specifically bound/up-

taken FA-NP-FITC was Visible on the red-stained KB cells

while only weak, non-specific green fluorescence was

observed in cells incubated with FITC-NP. This technique

can be utilized to examine the specific targeting ability of

CNTs.

Example 20

Use of IRE with Nanoparticles Incorporating Drugs

for Cancer Treatment

A portion of the treatment area that does not experience an

electric field above the threshold for IRE still undergoes

reversible electroporation. Therefore, microspheres and

nanospheres can be used as carriers to get drugs, such as

chemotherapeutic agents, into cells through reversible elec-

troporation. Under normal conditions, these drugs would not

be able to permeate the plasma membrane. Additionally, the

pulsing parameters can be tuned to electrophoretically drive

the microspheres or nanospheres loaded with drugs through

the reversible pores. This addition to conventional IRE

therapy can help to further reduce tumor recurrence.

It will be apparent to those skilled in the art that various

modifications and variations can be made in the practice of

the present invention without departing from the scope or

spirit of the invention. Other embodiments of the invention

will be apparent to those skilled in the art from consideration

ofthe specification and practice ofthe invention. It is intended

that the specification and examples be considered as exem-

plary only, with a true scope and spirit of the invention being

indicated b the following claims.

The invention claimed is:

1. A method of treating a subject having a neoplasia, the

method comprising:

identifying a treatment area in the subject, wherein the

treatment area comprises the neoplasia;

providing nanoparticles modified to selectively bind to

neoplastic cells of the neoplasia;

administering the nanoparticles to the treatment area in an

amount sufficient to permit at least some ofthe nanopar-

ticles to bind to the neoplastic cells;

positioning at least one electrode into or adjacent to the

neoplastic cells; and

applying an electric field to the treatment area by delivering

electrical pulses from the at least one electrode to irre-

versibly electroporate the neoplastic cells.

2. The method of claim 1, wherein the nanoparticles com-

prise folic acid conjugations.

3. The method of claim 1, wherein the nanoparticles com-

prise antibody conjugations.

4. The method of claim 1, wherein the nanoparticles com-

prise a polymer coating.

5. The method of claim 1 further comprising:

identifying the neoplasia presented as any one of: a leuke-

mia, a non-solid tumor, a solid tumor, and tumors in the

brain, bone marrow, liver, prostate, kidney, breast, and

pancreas.

6. The method of claim 1, wherein the subject is a human.
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7. The method of claim 1 further comprising:

positioning a second electrode into Or adjacent to the neo-

plastic cells, and applying an electric field to the neo-

plastic cells by delivering electrical pulses from the sec-

ond electrode to irreversibly electroporate the neoplastic

cells.

8. The method of claim 1 further comprising:

limiting, the electric field, to minimize disruption of or

damage to healthy tissue surrounding the neoplastic

cells.

9. The method of claim 1 further comprising:

amplifying the electric field to lower the threshold required

for inducing irreversible electroporation and enlarging

the treatment area.

10. The method ofclaim 1, wherein the step ofadminister-

ing nanoparticles further comprises administering nanopar-

ticles selected from the group comprising spherical nanopar-

ticles, rod-shaped nanoparticles, fullerenes, endohedral

metallofullerenes (EMFs), trimetallic nitride template

endohedral metallofullerenes (TNT EMFs), single-walled

and multi-walled carbon nanotubes, gold nanorods, silver

nanorods, single-walled and multi-walled boron/nitride

nanotubes, carbon nanotube peapods, carbon nanohoms, car-

bon nanohom peapods, liposomes, nanoshells, dendrimers,

quantum dots, superparamagnetic nanoparticles, nanorods,

polystyrene beads, glass and polymer micro- and nano-

spheres, biodegradable micro- and nano-spheres, glass nano-

spheres, polystyrene particles, polymer nanospheres, gold

nanoparticles, silver nanoparticles, carbon nanoparticles,

iron nanoparticles, conducting nanoparticles, semi-conduct-

ing nanoparticles, cellulose nanoparticles, and insulating

nanoparticles, or a combination of two or more of these.

11. The method of claim 1 further comprising:

positioning the nanoparticles such that the particles are

parallel or perpendicular to the applied electric field.

12. The method of claim 1 further comprising:

administering the nanoparticles after the step of delivering

electrical pulses.

13. A method of treating a subject having a neoplasia, the

method comprising:

identifying in the subject a treatment area containing the

neoplasia;

administering to the treatment area a plurality of nanopar-

ticles that have been functionalized to selectively target

neoplastic cells of the neoplasia such that at least some

of the nanoparticles bind to the neoplastic cells;

positioning at least one electrode into or adjacent) the

neoplastic cells; and

applying through the at least one electrode a plurality of

electrical pulses to the treatment area that have been

administered with the functionalized nanoparticles to

kill the neoplastic cells.

14. The method of claim 13,

comprise folic acid conjugations.

15. The method of claim 13,

comprise antibody conjugations.

16. The method of claim 13,

comprise a polymer coating.

wherein the nanoparticles

wherein the nanoparticles

wherein the nanoparticles
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